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Abstract
Background and Aim: Serum progesterone concentration plays critical role in determining the optimal breeding time in 
bitches and diagnosing reproductive-related issues. This study aimed to conduct a comparative analysis of serum progesterone 
results obtained from commercial point-of-care immunological analyzers, namely, Vcheck®, with those obtained using 
chemiluminescent microparticle immunoassay (CMIA). Our overarching goal was to evaluate these analyzers’ accuracy and 
establish standardized guidelines for optimal breeding timing.

Materials and Methods: Ninety-four serum samples from bitches were analyzed using the Vcheck® analyzer and 
compared with CMIA. Thorough documentation included the mean, standard deviation, 95% confidence interval (CI), and 
minimum and maximum values of serum progesterone concentrations. Furthermore, Pearson’s correlation coefficient, Lin’s 
concordance correlation coefficient, and the bias correction factor were meticulously recorded.

Results: The mean progesterone concentration measured using the Vcheck® analyzer was significantly lower than that 
measured using CMIA, with a mean difference of 1.26 ng/mL of serum. The Bias correction factor was 0.935, which was 
nearly 1.00, indicating that the line of best-fit was on the perfect line of agreement, providing insight into the measurement 
accuracy. Pearson’s correlation coefficient, a measure of precision, was also close to 1 (0.939), confirming the reliability of 
the data. Furthermore, Lin’s concordance correlation coefficient was 0.877, indicating a fair overall agreement between the 
Vcheck® and CMIA methods. These results support the validity of the Vcheck® analyzer’s results. The present study was 
developed by aligning with established CMIA guidelines and adapting them using the range and 95% CI derived from each 
set of results, ensuring a standardized and rigorous approach.

Conclusion: The Vcheck® analyzer provides a rapid assessment of serum progesterone concentration in bitches, with results 
comparable to those measured using the CMIA technique. However, when considering the use of the Vcheck® analyzer, 
it is recommended that the results should be interpreted carefully and the interpretation guidelines should be followed. In 
conclusion, Vcheck® provides a reliable and convenient method for veterinarian practitioners to measure canine progesterone 
levels in a clinical/hospital setting.

Keywords: chemiluminescent microparticle immunoassay, optimal breeding time, progesterone, Vcheck®.

Introduction

The optimal breeding time in bitches requires an 
assessment of serum progesterone concentrations [1]. 
However, this evaluation serves multiple essential pur-
poses, including identifying reproductive irregularities, 

such as hypoluteoidism [2], and confirming luteol-
ysis before parturition [3–5]. Notably, a character-
istic increase in serum progesterone concentrations 
during the estrus period often exceeding 1 ng/mL, 
indicates significant hormonal changes. In bitches, 
ovulation typically occurs 36–50 h after the lutein-
izing hormone (LH) peak [6], which correlates with 
serum progesterone concentrations of approximately 
2.02 0.18 ng/mL [7]. These concentrations then esca-
late to a range of 4.00–10.00 ng/mL on the day of 
ovulation [8], indicating a significant hormonal shift 
and the onset of ovulation. Intriguingly, despite this 
range, Seefeldt et al. [9], Marseloo et al. [10], and 

Copyright: Wutthiwitthayaphon, et al. Open Access. This article is 
distributed under the terms of the Creative Commons Attribution 
4.0 International License (http://creativecommons.org/licenses/
by/4.0/), which permits unrestricted use, distribution, and 
reproduction in any medium, provided you give appropriate credit 
to the original author(s) and the source, provide a link to the 
Creative Commons license, and indicate if changes were made. 
The Creative Commons Public Domain Dedication waiver (http://
creativecommons.org/publicdomain/zero/1.0/) applies to the data 
made available in this article, unless otherwise stated.



Veterinary World, EISSN: 2231-0916 428

Available at www.veterinaryworld.org/Vol.17/February-2024/23.pdf

Mir et al. [11] suggested a serum progesterone con-
centration of 5.00–8.00 ng/mL, introducing contrast-
ing perspectives on determining the ovulation.

Various techniques, such as radioimmunoassay 
(RIA) [12, 13], liquid chromatography-tandem mass 
spectrometry (LC-MS) [14, 15], and chemilumines-
cence immunoassay (CLIA) [14, 16], are used to mea-
sure serum progesterone concentration in veterinary 
medicine. An accurate and reliable alternative is the 
CLIA method, adept at assaying serial blood samples 
with guaranteed safety, speed, accuracy, and repeat-
ability [17]. CLIA addresses the drawbacks associ-
ated with RIA and enzyme immunosorbent assay and 
serves as a robust solution for precise serum proges-
terone monitoring, aiding in accurate ovulation pre-
diction and confirmation. Moreover, recent advances, 
such as point-of-care analyzers, have transformed 
the measurement of progesterone. These advance-
ments, including rapid fluorescence immunochro-
matography assay, surface plasmon field-enhanced 
fluorescence spectroscopy, lateral flow immunochro-
matography, and competitive enzyme-linked fluores-
cence assay [18–21], enhance serum progesterone 
monitoring, ultimately improving veterinary practice 
in managing reproductive processes.

However, differences in serum progesterone lev-
els are due to the use of different laboratory techniques 
and variations between bitches. As a result, the precise 
identification of the ideal mating period necessitates 
the collection of multiple consecutive blood samples 
during both the proestrus and estrus phases, which can 
then be compared with established gold standards or 
reference laboratory procedures. This investigation 
involves a comparative analysis of serum progester-
one findings derived from a commercial point-of-
care analyzer, namely Vcheck®, in contrast to those 
acquired through chemiluminescent microparticle 
immunoassay (CMIA) using the same serum samples.
Materials and Methods
Ethical approval and informed consent

The study was approved by Animal Research 
Ethics Committee of the Faculty of Veterinary 
Medicine at Mahanakorn University of Technology, 
Thailand (approval number ACUC-MUT-2020/006). 
The owners of the bitches expressed consent to partic-
ipate in the research by signing an official document.
Study period and location

Blood samples were obtained for analytical pur-
poses from August 2020 to July 2023. This acquisition 
took place at two locations: the Small Animal Teaching 
Hospital at the Faculty of Veterinary Medicine, 
Mahanakorn University of Technology, Thailand, and 
Vet Home Polyclinic in Bangkok, Thailand.
Sample collection and progesterone measurement

Ninety-four serum samples were collected from 
bitches of various ages and breeds, including American 
bullies, English bulldogs, French bulldogs, Shetland 

sheepdogs, miniature American shepherds, Cavalier 
King Charles spaniels, Chihuahuas, Pomeranians, 
Chow Chows, Akitas, and Pugs. To ensure a compre-
hensive analysis, all bitches underwent both progester-
one concentration determination and vaginal cytology 
examination, aligning with the study’s multifaceted 
approach. The aim of this dual approach was to pro-
vide a comprehensive understanding of hormonal 
changes and reproductive stages. The criteria for 
sampling were defined by vaginal cytology; specifi-
cally, 70% cornified epithelial cells were observed on 
the 1st day, indicating late proestrus. Consequently, a 
blood sample was collected for progesterone determi-
nation to capture hormonal changes during this tran-
sitional phase. Subsequently, additional samples were 
collected on the day when vaginal cytology showed 
90% cornified epithelial cells, signifying the onset of 
the estrus period. This transition from late proestrus 
to estrus allowed a comprehensive assessment of pro-
gesterone fluctuations in different reproductive cycle 
stages. Two aliquots of serum were meticulously pre-
pared for each bitch sample. One aliquot was immedi-
ately used to assess progesterone concentration using 
CMIA, ensuring immediate measurements for real-
time analysis. An Architect i2000SR Immunoassay 
Analyzer (Abbott Laboratories, Illinois, USA) along 
with the Architect Progesterone Reagent (Abbott 
Laboratories, Illinois, USA) was used for this process. 
Simultaneously, the second aliquot was judiciously 
stored at 20°C until it was required for assessment. 
Strategic storage was implemented to facilitate sub-
sequent evaluations performed using commercial 
point-of-care analyzers, specifically the Bionote V200 
analyzer (Bionote, Minnesota, USA) with Vcheck® 
canine progesterone (Bionote, Minnesota, USA). 
This allowed a comparative analysis using different 
assessment methods for a more accurate investigation. 
The study maintained strict adherence to the manu-
facturer’s recommendations for laboratory and point-
of-care assessment. This commitment has ensured the 
reliability, accuracy, and validity of the obtained pro-
gesterone data and provided a basis for credible find-
ings and conclusions.
Statistical analysis

In this study, we conducted a comprehensive 
analysis of serum progesterone concentration from 
the collected samples, encompassing the calculation 
of key statistical parameters, including the mean, 
standard deviation (SD), 95% confidence interval 
(CI), minimum (Min), and maximum (Max) value. 
Rigorous quantification was meticulously conducted 
across the significant phases of the bitch’s reproduc-
tive cycle, including proestrus, LH peak, pre-ovula-
tion, ovulation, post-ovulation, and all stages. A paired 
t-test was used to assess the presence of a significant 
difference between CMIA and Vcheck® means. All 
analyses were rigorously conducted utilizing the free 
trial version of XLSTAT in Microsoft Excel Home 
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and Student Edition (WA, USA) (https://www.xlstat.
com/en/download). The designated significance level 
was set at p < 0.05.

We conducted a comparative analysis with 
CMIA, a widely recognized reference method, 
to comprehensively evaluate the performance of 
Vcheck®. We employed Pearson’s correlation coeffi-
cient, a robust statistical tool, to assess the precision 
of both methods. To provide a more comprehensive 
view, we utilized Lin’s concordance correlation coef-
ficient, which is known for its ability to rigorously 
evaluate agreement, to determine the agreement level 
between Vcheck® and CMIA. It should be noted that 
perfect concordance is represented by a value of 1, 
indicating a perfect match between the two methods. 
In our evaluation, we also considered the bias correc-
tion factor as a critical measure of accuracy. Passing-
Bablok regression and Bland-Altman analyses were 
performed to enhance further our understanding and 
comparison of Vcheck® and CMIA values. These 
methods provide valuable insights into any systematic 
differences between the two techniques. These visuals 
vividly illustrate the outcomes of our analyses, mak-
ing complex data more accessible and informative to 
readers.
Results

Table-1 provides a comprehensive overview of 
the means, SD, 95% CI, and range of serum proges-
terone concentrations. These values were determined 
through measurements taken during various phases, 
including early proestrus, LH peak, pre-ovulation, 
ovulation, post-ovulation, and all bitch periods. This 
detailed presentation enables us to understand the dis-
tribution of progesterone levels in different phases.

We found an intriguing finding when we com-
pared these values: The average values of all samples 
obtained using Vcheck® were significantly lower than 
those obtained using CMIA, with an average differ-
ence of 1.26 ng/mL (Table-2 and Figure-1). This dif-
ference is not only statistically significant but also 
significantly impacts the accuracy and precision of 
the measurements.

The bias correction factor, an essential compo-
nent in our evaluation, was measured at 0.935, which 
was nearly 1.00. This proximity to 1.00 indicates that 
the best-fit line corresponds closely to the perfect line 
of agreement. This finding strengthens our confidence 
in measurement accuracy (Table-2 and Figure-2).

In addition, Pearson’s correlation coefficient 
reached a value of 0.939, confirming the very good pre-
cision of our measurements (Table-2). This high level 
of precision enhances the credibility of our findings.

In addition, Lin’s concordance correlation coef-
ficient was found to be 0.877, indicating fair overall 
agreement between the Vcheck® and CMIA techniques 
(Table-2 and Figure-2). This metric adds another layer 
of validation to our assessment, demonstrating a fair 
level of agreement between the two techniques.
Discussion

An accurate and impartial assessment of proges-
terone concentrations is essential when assessing the 
reproductive status of bitches, in particular when deter-
mining the optimal breeding time and when forecast-
ing or supervising the parturition date. RIA methods 
have been considered the gold standard for quantifying 
levels in bitches over the years [7, 22–24]. However, 
in 2014, the CLIA method was widely accepted and 
applied for progesterone measurement [25–27]. 

Table-2: Measure of agreement: Concordance correlation coefficient, Pearsons’ correlation coefficient, ant bias 
correction factor.

95% limits of agreement 
(Bland and Altman)

Lin’s concordance 
correlation 
coefficient

95% 
confidence 

interval

Pearsons’ 
correlation 
coefficient

Bias 
correction 

factor

Average difference Lower Upper Lower Upper

1.26 −3.16 5.68 0.877 0.834 0.910 0.939 0.935

Table-1: Mean, SD, 95% CI, Min, and Max value for serum progesterone concentration with quantification using the 
CMIA and Vcheck® for estimates during the early proestrus, LH peak, pre-ovulation, ovulation, post-ovulation and all 
periods of the bitch.

Period CMIA Vcheck® 

Mean ± SD 95% CI Min-Max Mean ± SD 95% CI Min-Max

Proestrus 1.24 ± 0.37 1.11–1.38 1.00–1.98 1.36 ± 0.54 1.16–1.56 1.00–2.81
LH peak 2.65 ± 0.36a 2.35–2.95 2.17–2.98 1.88 ± 0.55b 1.42–2.33 1.00–2.73
Pre-ovulation 3.71 ± 0.52 3.31–4.10 3.00–4.44 3.35 ± 1.53 2.17–4.53 1.77–7.01
Ovulation 6.79 ± 1.32a 6.31–7.27 5.09–9.54 5.36 ± 2.48b 4.47–6.25 1.00–10.60
Post-ovulation 16.47 ± 7.18a 12.32–20.61 10.11–30.00 11.7 ± 5.90b 10.26–14.85 5.77–21.27
All period 5.75 ± 5.79a 4.57–6.94 1.00–30.00 4.50 ± 4.39b 3.60–5.40 1.00–21.27
a, bvalues within the same row with different superscripts mean statistically significant difference (p < 0.05). 
SD=Standard deviation, CI=Confidence interval, Min=minimum, Max=maximum, CMIA=Chemiluminescence 
microparticle immunoassay
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dogs, expanding our understanding of the variables 
influencing progesterone measurements. The study’s 
outcomes yielded crucial insights: (i) RIA measure-
ments indicated significantly higher sP4 concen-
tration than CLIA; (ii) initial refrigeration of whole 
blood within 2 h post-collection notably decreased 
serum progesterone concentration; (iii) storage tem-
perature of whole blood for up to 5 h had no apparent 
impact on progesterone concentration in heparinized 
plasma; and (iv) refrigeration of whole, clotted blood 
had no effect on serum progesterone concentration, 
given samples were at room temperature (25°C) for 
the first 2 h after collection. These findings are consis-
tent with the main focus of this study on understand-
ing the factors influencing blood progesterone levels 
in canines. To improve coherence, the findings of this 
study directly inform the primary focus on under-
standing the effects of various factors on blood pro-
gesterone levels in canine subjects. Therefore, in this 
study, all samples were promptly separated within 2 h 
after whole blood collection to obtain serum, ensuring 
accurate analysis. To maintain sample integrity and 
stability before Vcheck® testing, rapid separation and 
subsequent storage at –20°C were conducted to mini-
mize any potential degradation of analytes.

The rapid measurement of serum progesterone 
levels is of the utmost importance as it allows accu-
rate diagnoses and informed clinical decisions, espe-
cially in situations such as breeding or the careful 
planning of cesarean section. In view of the diverse 
requirements for precise diagnostics and well-con-
sidered decision-making, veterinarians consider 
commercial immunological analyzers indispens-
able. Several researchers have reported the accuracy 
of other commercial point-of-care immunologic 
analyzers compared with gold-standard methods, 
such as RIA, LC-MS, and computed tomography 
(CLIA) [5, 18–20, 30]. However, the present study 
is the first to report the use of the Vcheck® analyzer, 
providing novel insights into its accuracy and applica-
tion. In conclusion, this study confirms the reliability 
of the Vcheck® analyzer for the swift measurement of 
serum progesterone levels in bitches. The Pearson’s 
correlation coefficient between Vcheck® and CMIA 
exceeded the significance threshold of 0.09 (Table-
2). These results undeniably indicate a strong and 
significant relationship [31]. This discovery offers 
compelling proof of the inherent accuracy of serum 
progesterone concentration measurements obtained 
using Vcheck®. Table-1 presents the mean, SD, 95% 
CI, and range of serum progesterone concentra-
tion. This allows for a detailed comparison between 
Vcheck® and CMIA in estimating these values across 
different phases of the female dog’s reproductive 
cycle, including proestrus, LH peak, pre-ovulation, 
and ovulation and post-ovulation. This table exhibits 
distinct sets of values, designated with l lowercase let-
ters and meticulously organized in rows correspond-
ing to the Vcheck® analyzer. Each value marked with 

Figure-2: Bland-Altman plot depicting serum 
progesterone measurements by the Vcheck® against 
the chemiluminescence microparticle immunoassay 
serum progesterone measurements. The black thick line 
represents the mean difference (bias) and the black dotted 
line represents the 95% confidence interval.

CMIA, an advanced adaptation of CLIA, is currently 
employed by veterinary reference laboratories in 
Thailand [18]. It’s important to note that both CLIA 
and CMIM have drawbacks, as they require several 
hours to several days for processing, depending on the 
laboratory’s location. On the other hand, point-of-care 
or in-house measurement of progesterone is gaining 
popularity among veterinary practitioners because of 
its simplicity, convenience, and rapid delivery.

In this study, serum handling differed based on 
the analyzers used: half of the harvested serum under-
went analysis with the CMIA analyzer, whereas the 
remaining half was frozen and stored at –20°C before 
Vcheck® testing. This divergence addressed specific 
aspects of the study’s objectives. Bolelli et al. [28] 
reported a decrease in progesterone levels after long-
term storage at –70°C, potentially attributed to molec-
ular modification or interference by the cryotube 
material. This insight is pertinent to our study because 
it raises the question of long-term storage effects on 
analytes. Conversely, Key et al. [29] reported appar-
ently normal progesterone levels in sera stored at 
–20°C for up to 7 years. This finding contrasts with 
Bolelli et al.’s observations and adds complexity to 
our understanding of storage effects on progester-
one levels. Volkmann [27] investigated the effects of 
anticoagulants, storage time, temperature, and assay 
methods on blood progesterone concentrations in 
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Figure-1: Passing-Bablok regression plot depicting serum 
progesterone measurements by Vcheck® against the 
chemiluminescence microparticle immunoassay serum 
progesterone measurements. The thin line is the identity 
line. The thick line represents the regression line ant the 
dotted lines represent its 95% confidence interval.
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a specific superscript indicates a statistically signifi-
cant difference (p < 0.05) when compared to the refer-
ence CMIA values. On the other hand, the uppercase 
letter values, similarly marked with their own set of 
superscripts, show no statistically significant differ-
ence (p > 0.05). The absence of a significant differ-
ence signifies the comparability of these results to 
those obtained through CMIA. Notably, when using 
the Vcheck® analyzer, no significant difference was 
observed during the proestrus and pre-ovulation 
phases of the meticulously estrous cycle.

Our findings have the potential to inform the effec-
tive management of optimal breeding times, drawing 
implications from the 95% CI and range (min–max) 
of serum progesterone results (Table-1). Moreover, 
this study paves the way for future research endeav-
ors, especially exploring specific enhancements in the 
assessment of serum progesterone. These improve-
ments strengthen veterinary practices and advance 
reproductive management by providing more accurate 
and reliable tools. In accordance with this objective, 
the guidelines presented here have been carefully for-
mulated. These guidelines were devised by aligning 
with established CMIA guidelines and adapting them 
through the incorporation of range and 95% CI derived 
from each set of Vcheck® results (Table-3).

The aim of the present study was to confirm the 
validity of the Vcheck® analyzer for measuring serum 
progesterone levels in bitches, which is a crucial factor 
in assessing their reproductive status. Serum proges-
terone concentrations usually show a sharp increase 
(spike) at ovulation following a slow increase in 
proestrus, peak LH, and pre-ovulation. This pattern is 
pivotal in understanding the reproductive cycle. More 
importantly, this study demonstrated that the Vcheck® 
analyzer was as accurate as CMIA techniques in detect-
ing serum progesterone concentrations in bitches, 

providing a reliable tool for veterinarians. One of the 
advantages of the Vcheck® analyzer is its shorter turn-
around time for obtaining results, which can expedite 
decision-making in breeding management. In addition, 
our investigation involved a comprehensive assess-
ment of 59 bitches to determine the ovulation day and 
optimal breeding date prediction. This examination 
encompassed the utilization of both the CMIA and 
Vcheck® methods during the proestrus and estrus peri-
ods before breeding. These animals underwent arti-
ficial insemination at or close to the ovulation phase 
2–4 days later. The results were very promising, 51 out 
of 59 dogs were successfully conceived, resulting in 
an 86.44% pregnancy rate. In addition, parturition was 
achieved in 48 out of 59 dogs, resulting in 81.36% par-
turition rate. These findings underscore the efficacy of 
the CMIA and Vcheck® analyzer and their pivotal role 
in enhancing breeding and parturition outcomes. The 
shorter turnaround time offered by the Vcheck® ana-
lyzer facilitates decision-making in breeding manage-
ment, which benefits both veterinarians and breeders.
Conclusion

The Vcheck® analyzer provides a rapid assess-
ment of serum progesterone concentration in bitches, 
with results comparable to those obtained using the 
CMIA method. However, when considering the use of 
the Vcheck® analyzer, it is advisable to interpret the 
results carefully and follow the interpretation guide-
lines given in Table-3. In conclusion, Vcheck® pro-
vides a reliable and convenient option for veterinarian 
practitioners to measure canine progesterone levels in 
a clinical/hospital setting.
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3. De Cramer, K.G.M. and Nöthling, J.O. (2018) The preci-
sion of predicting the time of onset of parturition in the bitch 
using the level of progesterone in plasma during the prepar-
turient period. Theriogenology, 107(11): 21–218.

4. Roos, J., Maenhoudt, C., Zilberstein, L., Mir, F., Borges, P., 
Further, E., Niewiadomska, Z., Nudelmann, N. and 
Fontbonne, A. (2018) Neonatal puppy survival after planned 
caesarean section in the bitch using aglepristone as a primer: 
A retrospective study on 74 cases. Reprod. Domest. Anim., 
53(suppl 3): 85–95.
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24. Steckler, D., Nöthling, J.O. and Harper, C. (2013) Prediction 
of the optimal time for insemination using frozen-thawed 
semen in a multi-sire insemination trial in bitches. Anim. 
Reprod. Sci., 142(3–4): 191–197.

25. Rota, A., Charles, C., Cucuzza, A.S. and Pregel, P. (2015) 
Diagnostic efficacy of a single progesterone determination 
to assess full-term pregnancy in the bitch. Reprod. Domest. 
Anim., 50(6): 1028–1031.

26. Schmicke, M., Urhausen, C., Wolf, K., Schmidt, S. and 
Günzel-Apel, A.R. (2016) Evaluation of the blood proges-
terone concentration in the bitch measured by chemilumi-
nescence immunoassay at the day of ovulation. Tierarztl. 

Prax. Ausg. K Kleintiere Heimtiere, 44(5): 317–322.
27. Volkmann, D.H. (2006) The effects of storage time and tem-

perature and anticoagulant on laboratory measurements of 
canine blood progesterone concentrations. Theriogenology, 
66(6–7): 1583–1586.

28. Bolelli, G., Muti, P., Micheli, A., Sciajno, R., 
Franceschetti, F., Krogh, V., Pisani, P. and Berrino, F. 
(1995) Validity for epidemiological studies of long-term 
cryoconservation of steroid and protein hormones in serum 
and plasma. Cancer Epidemiol. Biomarkers Prev., 4(5): 
509–513.

29. Key, T.J., Pike, M.C., Baron, J.A., Moore, J.W., Wang. D.Y., 
Thomas, B.S. and Bulbrook, R.D. (1991) Cigarette smoking 
and steroid hormones in women. J. Steroid Biochem. Mol. 
Biol., 39(4A): 529–534.

30. Zuercher, J., Boes, K.M., Balogh, O., Helms, A.B. and 
Cecere, J.T. (2021) Comparison of a point-of-care analyzer 
with a chemiluminescent immunoassay for serum proges-
terone measurement in breeding management of the bitch. 
Front. Vet. Sci., 8: 660923.

31. Taylor, R. (1990) Interpretation of the correlation coeffi-
cient: A basic review. J. Diagn. Med. Sonogr., 6(1): 35–39.

********


